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INTRODUCTION 
 Air quality is fundamental for healthy life. Recently, a class of carbon-containing chemicals is raising 
awareness of authorities in air quality due to their potential harms: the Volatile Organic Compounds (VOCs). 
They are commonly found in vapor phase at ambient atmospheric conditions and can be found in indoor 
environments as they come from sources such as varnishes, paints, solvents, cleaning materials, etc. [1]. A 
common VOC found indoor is benzene, which is carcinogenic and has no safe level of exposure 
recommended [2]. In the European Union, indoor air quality concern has resulted in regulations and 
guidelines limiting benzene exposure [3]. 
 In order to monitor air quality, Gas Chromatographs (GCs) equipped with detectors can be used. GCs 
can identify and quantify chemicals present in air, including VOCs. However, most GCs used in the market 
with low detection limit are not portable, meaning: heavy, bulky and lab-based [4,5]. The demand for air 
quality evaluation drives the need for improved gas chromatographs, enabling effective air monitoring 
resources. A possible way to achieve improvement is miniaturization of all the GC components, including 
the detector [6]. 
 The photoionization detector (PID) is a concentration-sensitive detector frequently used with GCs (also 
for VOC analysis) and it is compatible with miniaturization. The PID working principle is based on ionizing 
gaseous compounds by light emitted from an ionization source when the sample flows through an ionization 
chamber. Within the ionization chamber, two electrodes stablish an electric field for collection of the 
ionization current generated by the ionized sample. The ionization current is proportional to the 
concentration of the ionizable sample inside the ionization chamber. By using external calibration gas with 
known concentrations, the current signal can be expressed as concentration of compounds in the sample. 
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 Microfluidic PIDs (µPIDs) have been developed recently, showing reduced ionization chamber size 
compared to the commercial PIDs (up to 100 times smaller), which is important to enable future integrated 
microfluidic GC-PID systems. Most new µPIDs rely on clean room fabrication techniques, which require 
specialized environmental control, increasing the initial cost for prototyping [7]. This work presents a µPID 
design fabricated with simpler techniques, micromilling and electro discharge machining [8]. The ionization 
chamber, which is a microchannel, has its dimensions presented and compared to the signal magnitudes for 
different channel shapes. Moreover, an important signal parameter for detection limit definition, the baseline 
noise, is displayed and compared for various filter cut-off frequencies in two experiments designed to 
investigate the influence of a Faraday Cage (FC). 
DESIGN, GEOMETRY AND SIGNAL 
 The µPID design referred in this work is described in detail by Rezende et al. (2019) [8]. The detection 
cell is formed in the core of the device, represented in Figure 1a, which is composed of two PMMA parts, 
two copper electrode plates, two O-rings and a commercial UV lamp (10.6 eV, Baseline-Mocon, 043-257) 
[5]. The core parts are all assembled together without any bonding process, this enables a modular function 
of the device with possibility to exchange a faulty component without having to dispose the whole detector. 
The UV lamp, for example, is an important element to be exchanged periodically since it has a limited 
lifetime (~10000 h). Figure 1b shows the commercial UV lamp with its main dimensions and features. Since 
the ionization chamber is a microchannel (Figure 2a), the main geometric parameters can be extracted from 
the channel dimensions (Figure 2b). The vertical walls of the microchannel are made of the copper 
electrodes; therefore, the electrodes area ( !) is obtained from the vertical walls. The top wall of the channel 
is made by the lamp window (composed by MgF2); therefore, the illumination area ( ") is calculated as the 
lamp window surface at the channel opening. 
 The lamp window diameter (#$) and bulb diameter (#") are compared in the channel image on Figure 
2a. #" encloses a region where light has probably higher intensity, and is also named as illumination 
diameter. Based on that, for channel design purposes, different channel shapes were enclosed into the #". For 
channel characterization, the whole top surface of the microchannel is defined as the illumination area of the 
ionization chamber. 
 
  
(a) (b) 
Figure 1: a) µPID core main components; b) Commercial UV lamp features and dimensions (uncertainty = ±0.05 mm). 
 
 The geometrical parameters influencing directly the sensitivity of the µPID are: 1) Channel width (%): 
changes the strength of the electric field at fixed applied voltage. A lower width yields stronger electric field 
with less possibility for ion recombination; 2) Electrode area: higher electrode area means lower resistance to 
the ionization current, yielding a higher current for a fixed voltage; 3) Illumination area: large area yields 
more ionized molecules resulting in higher signal; 4) Channel height: impacts directly on the number of 
ionized molecules. However, if the height is too large it means some molecules at the bottom might not be 
ionized, meaning an unnecessary increase in ionization chamber volume (&'). Chamber volume increase is 
detrimental for response of low volume samples when the PID is operated with a separation column. 
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(a) (b) 
Figure 2: a) Optical microscope image indicating microchannel, illumination and window diameters; b) Microchannel 
schematics with main geometry and geometrical parameters. 
 
 Four microchannels with different shapes are shown in Figure 3a. They were tested inside the µPID core 
and their respective signal level is presented in Figure 3b. The signal is generated from a constant flow rate 
(20 mL/min) of a gas mixture containing 100 ppm of toluene in nitrogen and with 30 V applied on the 
electrodes. All signals were recorded after stabilization and the values presented on Figure 3b are averages of 
10 points taken in a 1 min interval with a maximum uncertainty of 2 %. The four channel designs represented 
in Figure 3a were chosen to verify the influence of an increasing electrode area and different channel widths. 
 The table shown on Figure 3b displays all the geometric parameters measured and the signal magnitude 
for the four channels. The only parameter that is kept constant is the height of the channel, because it is set 
by the thickness of the copper plates used to make the copper electrodes (0.5 mm). From channel 1 to 
channel 2, two main parameters change:  and !". There is an increase in channel width and an increase in 
illumination area, resulting in two opposing effects on the signal magnitude. It is possible to notice an almost 
100 % increase in signal level when using the larger channel, suggesting that the effect of the illumination 
area overcomes the width change for the modification of dimensions provided. Channels 3 and 4 present a 
greater increase in electrode area and illumination area compared to channel 1 and 2, and these two factors 
serve to increase the detector sensitivity. As a consequence of the changes in shapes, #$ increases, but the 
order of magnitude of #$ is still similar, indicating it should not have a significant impact on the signal even 
if the device is used with a GC, depending on the sample volume. The results show that the electrode area 
and illumination area play an important role in the signal level for the presented µPID design. Future efforts 
should be done to improve sensitivity by optimizing those two parameters. 
 
Parameter Channel 1 Channel 2 Channel 3 Channel 4 
% [mm] 0.5 0.5 0.5 0.5 
  [mm] 0.25 0.5 0.5 0.4 
& [mm] 7.0 7.0 14.0 32.9 
!' [mm²] 7.05 7.0 12.9 32.6 
!" [mm²] 2.2 3.5 6.9 13.3 
#$ [µL] 1.1 1.8 3.5 6.7 
()*+,- [nA] 0.405 0.775 1.566 2.457 
 
(a) (b) 
Figure 3: a) Microchannels shapes; b) Geometry parameters and signal level for channels 1, 2, 3 and 4. 
 
 Figure 4a shows the signal obtained from channel 4 when 30 V is applied on the electrodes with 
nitrogen flow at 50 mL/min. This plot illustrates how the noise changes for different operation inputs of the 
µPID. Two datasets are displayed, one without FC for the entire data acquisition (Test 1) and another with 
FC starting at 4 min on the data acquisition (Test 2). The signal acquisition started with the lamp off for 2 
min and then the lamp is turned on. With the lamp is turned off, no current should be present; however, the 
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average measurements (Test 2 average) still present a small offset (~8 pA). When the lamp is turned on, the 
offset level increases (~300 pA), which might be attributed to the presence of residual ionizable species in 
the ionization chamber and the photoelectric effect on the copper electrodes. Starting at 4 minutes of signal 
acquisition, the FC was included in the Test 2 experiment. Figure 4b shows the noise level measured for the 
two datasets presented on Figure 4a. It is clear that the addition of the Faraday cage reduces significantly the 
noise. After 6 minutes of experiment a first order RC filter with 12 dB attenuation was applied with varying 
cut-off frequencies until the end of the experiment. The cut-off frequencies were 1 MHz, 10 kHz, 10 Hz and 
0.03 Hz and each one was applied for 2 min. It is possible to see that the 0.03 Hz cut-off frequency reduces 
considerably the noise, which is essential to decrease the detection limit of the sensor. However, for use with 
a GC column or low frequency signals, the 0.03 Hz cut-off frequency is not suitable, because it can reduce 
the intensity of the chromatographic peaks. Therefore, it is estimated that for optimal operation of the PID 
coupled with the GC, a 10 Hz filter should be used in addition with a Faraday cage. 
 
  
(a) (b) 
Figure 4: a) Signal vs time with and without Faraday cage; b) Noise measured with and without Faraday cage. 
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